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Abstract:  The permittivity of water is considerably larger than that of air. As the amount of water in PVC water pipes increases, the 
air will be replaced by water. This means that the electromagnetic environment properties inside the pipe will change. In this study, 
we proposed a microwave clamp probe designed with a 3D printer that can detect the percentage of water in 50 mm diameter PVC 
water pipes.  The clamp probe allows measurement of return loss from a single port for determining the fill rate of water without any 
physical intervention from outside the pipe. The clamp, which is structurally similar to a loop antenna, operates at a frequency of 2.45 
GHz. As a result of simulations and experimental measurements for different fill percentages of the pipe, the input impedance of the 
clamp was calculated. Then, an impedance-fill rate graph was created, showing the amount of water in the pipe section according to 
the impedance values obtained. The impedance seen from the clamp input indicated a linear increase between 40-100 Ω, according 
to the 0%, 20%, 50%, 80% and 100% of the water in the pipe. The clamp has a compact structure that can be used as a plug-and-play 
anywhere on the horizontal.
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3D natisnjena zasnova mikrovalovne sonde za 
zaznavanje nivoja vode v PVC ceveh
Izvleček: Permisivnost vode je precej večja od permisivnosti zraka. Ko se količina vode v PVC vodovodnih ceveh poveča, zrak 
nadomesti voda. To pomeni, da se bodo spremenile lastnosti elektromagnetnega okolja v cevi. V tej študiji smo predlagali 
mikrovalovno sondo s kleščami, zasnovano s 3D-tiskalnikom, ki lahko zazna odstotek vode v vodovodnih ceveh iz PVC s premerom 
50 mm.  Objemna sonda omogoča merjenje povratnih izgub iz ene same odprtine za določanje stopnje napolnjenosti z vodo brez 
fizičnega posega z zunanje strani cevi. Sponka, ki je strukturno podobna anteni z zanko, deluje pri frekvenci 2,45 GHz. Na podlagi 
simulacij in eksperimentalnih meritev za različne odstotke napolnjenosti cevi je bila izračunana vhodna impedanca objemke. Nato je 
bil izdelan graf impedance in stopnje napolnjenosti, ki prikazuje količino vode v delu cevi glede na dobljene vrednosti impedance. 
Impedanca na vhodu klešč je pokazala linearno povečanje med 40 in 100 Ω glede na 0 %, 20 %, 50 %, 80 % in 100 % vode v cevi. 
Sponka ima kompaktno strukturo, ki se lahko uporablja kot priključek „plug-and-play“ kjer koli na vodoravni površini.
Ključne besede: Mikrovalovna sonda s kleščami; impedančna analiza; PVC vodovodna cev; stopnja napolnjenosti cevi; zasnova antene 
z zanko
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1 Introduction
There are several ways to measure the amount of wa-
ter in a polyvinyl chloride (PVC) water pipe without 
visual and physical contact. The technique proposed 
in this study is based on the “Microwave Measurement 
Method”. In terms of electromagnetic waves to pene-
trate objects, microwave circuits can provide the more 
sensitivity than low frequency basic electronic circuits 
cannot reach.
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The distilled water has high permittivity at the micro-
wave frequencies. By the means of this feature, water 
level detection in a PVC pipe is possible using micro-
wave circuits. The permittivity of distilled water is about 
80 times higher than air. This means that the level of 
the distilled water will change the electromagnetic 
properties of the medium inside the pipe. By selecting 
a suitable frequency, different input impedances can 
be determined by changing this water-air ratio.
There are very few studies in the literature that aim to 
determine the amount of water from the outside. They 
generally reported attenuation in amplitude according 
to the change in the level of water by designing a kind 
of power transceiver system by placing an antenna 
on both sides of the water pipe [1].  In some studies, 
electro-acoustic circuit methods and capacitive sensor 
applications have been used [2-7]. In a further applica-
tion, computational estimation methods with radio fre-
quency circuits were used to determine the amount of 
different liquids in the plastic water pipe [8]. Few stud-
ies such as these shows that methods that can measure 
the amount of water in PVC pipes with microwave cir-
cuits are open to development.
In this study, a clamp near field probe was designed. 
The amount of water in the pipe was tried to be deter-
mined by measuring from outside without any physical 
intervention to a PVC water pipe of known dimensions. 
Return Loss (RL) obtained from the input of the clamp 
probe was determined according to the percentage 
change of water in the pipe. Then, impedance param-
eters were analyzed.
In the second part of the study, the 3D design of the 
clamp probe and the calculation of the fullness ratio 
were mentioned. In the third section, RL-frequency and 
impedance-frequency analyzes were performed ac-
cording to the change in the amount of water in the 
pipe. Simulation and measurement results were com-
pared. In the last section, the importance and original-
ity of the study was emphasized.
2 Microwave clamp probe design
The designed microwave near field probe is in the form 
of a clamp that will surround the pipe when installed. 
The edges of the clamp, which can be opened to both 
sides with the help of a hinge, overlap when the hinge 
is closed. Thus, discontinuity will not occur circularly. 
The clamp is similar to a loop antenna whose ground 
part is outside the probe and the antenna part is also 
inside. An SMA connector was connected to one side 
of the clamp to be measured RL. 
The clamp was designed for PVC water pipe with 50 
mm outer diameter. The inner radius of the clamp 
is Rin = 26 mm and the outer radius is Rout = 38 mm. 
Ground and antenna consist of t = 0.1 mm thick copper 
strip. The width of the clamp is W2 = 17 mm and the 
width of the antenna is Wprobe = 5. The lengths of the 
hinge are W1 = 30 mm and L1 = 20 mm. The heights of 
the clamp are L2 = 93.5 mm and L3 = 76 mm. Figure 1a 
shows the design parameters of the clamp.  
The clamp was designed in CST MWS program and 
fabricated in 3D printer. In additive manufacturing for 
microwave circuits, fill density is a critical parameter in 
determining substrate dielectric coefficient. Here the 
density was selected as 90 %. Thus, according to [1], the 
permittivity is ϵclamp = 2.7 and tangential loss is tan δ= 
0.008. The design and manufacturing of the clamp was 
given in Figure 1b.
a)
b)
Figure 1: a) Dimensions of Clamp Probe b) Design and 
Manufactured View of the Clamp Probe.
The height of the water in the pipe, whose outer ra-
dius is Rp = 25 mm and the inner radius, is RW = 23 mm 
and the dielectric coefficie is ϵPVC = 2.8 increases non-
linearly with respect to the water fill percentage. In the 
simulation, “cylindrical tank filling problem” was used 
to calculate the water height over the cross-sectional 
area [9]. The area covered by the water was calculated 
according to Equation (1).
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where, A is the cross-sectional area of the water in the 
pipe, RW is the inner radius of the pipe, and h is the 
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height of the water in the pipe. According to 10 % 
changes of A, the water height was given in Table 1. 









10 7.16 60 26.59
20 11.67 70 30.33
30 15.60 80 34.92
40 19.40 90 38.83
50 23 100 46
The most decisive parameter for measuring the amount 
of water in the pipe using a single port clamp is the per-
mittivity (ϵwater = 79.4). As the amount of water increas-
es, the air in the pipe (ϵair = 1) will be replaced by water. 
According to this displacement, the RL ( S11) seen from 
the connector of the clamp will increase or decrease. 
Therefore, the impedance seen from the input will also 
change. In Figure 2, it is seen that the clamp was ap-
plied to the PVC pipe and the water change was mea-
sured with Rohde Schwarz FSH6 Spectrum (network) 
analyzer. In order for the spectrum analyzer to perform 
network analysis, the device must have a tracking gen-
erator. The reflected power must be transferred to the 
device input with directional coupler. Thus, the RL mea-
surement can be made from the spectrum analyzer.
3 Simulations and experimental results
The clamp was designed for the frequency of f0 = 2.45 GHz 
where it provides the inequality of |S11| < - 10 dB [10]. RL 
vs. frequency graph of the clamp was shown in Figure 3a. 
Also in Figure 3b, measured according to the change in 
the percentage of water in the pipe, |S11| graph is given.
As seen in Figure 3b, magnitude of S11 for the clamp could 
not provide high selectivity in determining the amount 
of water in the pipe [11]. The complex S11 has been trans-
formed to impedance (S11) parameter according to Equa-
tion (2). Thus, significant range can be achieved between 














     (2)
Since the probe is designed according to Z0 = 50 + j0 
Ω on the frequency f0, the impedance magnitude (|S11|) 
was calculated according to Equation (3). 
Figure 2: Application of probe to PVC pipe and measurement of water change.
a)
b)
Figure 3: a) Return Loss of the clamp b) Return Loss ac-
cording to amount of the water in pipe.
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In impedance calculation at f0, simulation and meas-
urement values were close to Z0. In Figures 5a and 5b, it 
is seen that the magnitude of the |S11| changes accord-
ing to different fullness percentages of the pipe. The 
intermediate occupancy percentages not shown here 
were not included in the graphic because they were 
very close to other values.  The clamp provides linearity 
only for certain percentages given. The points marked 
on Figures 4a and 4b are at Fsim = fmeas = 2.442 GHz fre-
quency at which the clamp operates.
a)
b)
Figure 4: |Z11| vs. frequency graph for simulation (a) and 
measurement (b).
The measurement and simulation results were com-
bined in Figure 4 which is the graph of the impedance 
magnitude vs. fill ratio. As shown in the figure, when 
the occupancy rate is increased from 0% to 100%, |Z11| 
also increases linearly. The fact that the simulation and 
measurement were compatible with each other sup-
ports this. The minor impedance difference between 
them consists of connector and path losses in the 
measurement.
4 Conclusion
In this study, a near field probe was designed using a 
3D printer to determine the amount of water in PVC 
water pipes. Thanks to the clamp-shaped design of the 
probe, measurements can be made from outside the 
pipe without any physical intervention to the pipe. The 
amount of water in the pipe can be determined with-
out visual contact with the water in the pipe.
The clamp resembles a loop antenna, the ground of 
which is outside the probe, and the antenna is inside. 
In determining the filling rate of the water in the pipe, 
the input impedance was calculated by measuring the 
return loss.
By making use of the permittivity of the water approxi-
mately 80 times more than that of the air, an imped-
ance graph was created according to the filling rate of 
the water in the pipe. Thus, the amount of water in the 
pipe can be determined according to the impedance 
value obtained from the measurement. The clamp ex-
hibits linear impedance increase between 40-100 Ω at 
0%, 20%, 50%, 80% and 100% occupancy of the water 
in the pipe. Measurement and simulation results are 
very close to each other. The clamp is compact in such 
a way that it can be used anywhere in the pipe as plug-
and-play. The proposed original clamp probe design 
can also be developed for pipes of different types and 
thicknesses.
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Figure 5: The graph of impedance vs fill ratio.
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